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Nothing contained in any API publication is to be construed as granting any right, by 
implication or otherwise, for the manufacture, sale, or use in connection with any method, 
apparatus, or product covered by letters patent, nor as insuring anyone against liability for 
infringement of letters patent. 

API publications may be used by anyone desiring to do so, and every effort has been 
made by the Institute to assure the accuracy and reliability of the data contained in them. 
However, the Institute makes no representation, warranty, or guarantee in connection with 
API publications and hereby expressly disclaims any liability or responsibility for loss or 
damage resulting from their use; for any violation of any federal, state, or municipal 
regulation with which an API publication may conflict; or for the infringement of any 
patent resulting from the use of an API publication. 
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FOREWORD 


The American Petroleum Institute, the Institute of Petroleum (British), and corre- 
sponding bodies of other nations have worked through the International Organization for 
Standardization’s Technical Committee 28 to produce several international standards 
which relate directly to the API Manual of Petroleum Measurement Standards. 

This section of Chapter 10 (Section 1) incorporates ISO 3735 (1975), Crude Petroleum 
and Fuel Oils—Determination of Sediment—Extraction Method. In addition to being 
reformatted to match the style of the manual, numerous changes have been made which 
make the results obtained from this method more representative of the true sediment 
volume. 

Section 2 describes the determination of water in crude oil by the distillation method, a 
method determined to be the preferred and most accurate for the determination of water. 
Section 3 discusses the determination of water and sediment in crude oil by the centrifuge 
method. 
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Chapter 10—Sediment and Water 


SECTION 1—DETERMINATION OF SEDIMENT IN CRUDE OILS AND 
FUEL OILS BY THE EXTRACTION METHOD 


10.1.1. Scope and Field of Application 
This publication specifies a method for the determination 


of sediment in crude oils and fuel oils by extraction with 
toluene.* 


10.1.2 Referenced Publications 


ISO? 
4793 Laboratory Apparatus —Filters —Porosity 
Grading 
5272 Toluene —Specifications 
API 


Manual of Petroleum Measurement Standards 
Chapter 8, “‘Sampling Petroleum and Pe- 
troleum Products’ 


ASTM? 
D 270 Sampling Petroleum and Petroleum Prod- 


ucts 


10.1.3 Principle 


A test portion of a representative oil sample, contained 
in a refractory thimble, is extracted with hot toluene until 
the residue reaches constant mass. The mass of residue, 
calculated as a percentage, is reported as ‘‘sediment by 
extraction.’’ 


10.1.4 Significance 


A knowledge of the sediment content of crude oils and 
fuel oils is important both to the operation of refining and 
the buying or selling of the oil. 


10.1.5 Solvent 


Toluene, conforming to ISO 5272, grade 2, is to be used 
in this method. (Danger, see Note.) 


Note: Toluene Warning! Flammable, Keep away from heat, sparks, and 
open flame. Vapor harmful. Toluene is toxic. Particular care must be 
taken to avoid breathing the vapor and to protect the eyes. Keep container 
closed. Use with adequate ventilation. Avoid prolonged or repeated con- 
tact with the skin. In case of a spill, soak up with sand or diatomaceous 


! Precision on recycled oils and crankcase oils is unknown and additional 
testing is required to determine that precision. 

? International Organization for Standardization, 1, rue de Varembe, 
Geneve, Switzerland. - 

3 American Society for Testing and Materials, 1916 Race Street, 
Philadelphia, Pennsylvania 19103. 
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earth. In case of fire, use water spray, foam, dry chemical, or carbon 
dioxide. The typical characteristics for the reagent are: 


Color (APHA) 10 
*Boiling range (inital to dry point) _ 2,0°C 
Residue after evaporation 0.001 percent 
Substances darkened by H2SO, passes A,C,S. test 
Sulfur compounds (as 5) 0.003 percent 
Water (H,O) (by Karl Fischer titrn) 0.03 percent 


*Recorded boiling point 110.6°C. 


10.1.6 Apparatus 


Extraction apparatus (see Figures 1 and 2) consists of 
the parts described in 10.1.6.1 through 10.1.6.6. 


10.1.6.4 EXTRACTION FLASK 


A wide neck Erlenmeyer flask of 1 litre capacity is used 
for the procedure. 


10.1.6.2 CONDENSER 


A condenser in the form of a metal coil approximately 
25 millimetres in diameter and 50 millimetres in length 
attached to, and with the ends projecting through, a lid of 
sufficient diameter to cover the neck of the flask is shown 
in Figure 1. The coil should be made from stainless steel, 
tin, tin-plated copper, or tin-plated brass tubing having an 
outside diameter of 5 to 8 millimetres and a wall thickness 
of 1.5 millimetres. If constructed of tin-plated copper or 
brass, the tin coating shall have a minimum thickness of 
0.075 millimetres. The exposed surface of the coil for 
cooling purposes is about 115 square centimetres. 


10.1.6.3 EXTRACTION THIMBLE 


The extraction thimble should be of a refractory porous 
material, pore size index P16, 25 millimetres in diameter 
by 70 millimetres in height, weighing not less than 15 
grams and not more than 17 grams. The thimble shall be 
suspended from the condenser coil by means of a basket so 
that it hangs approximately midway between the surface of 
the extracting solvent and the bottom of the condenser 
coil. 4s Sea 


10.1.6.4 THIMBLE BASKET 


The thimble basket shall be corrosion resistant; shall be 
made of platinum, stainless steel, nickel-chromium alloy, 
or similar material; and shall meet the requirements of 
Figure 2. 
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2 CHapTer 10—SEpiMENT AND WATER 


CONDENSER 


WATER CUP 
WIRE 


EXTRACTION THIMBLE 
IN BASKET 


EXTRACTION FLASK 


SOLVENT 


CONDENSER 


TOP OF HOT-PLATE 


Nore: Apparatus B shows the water cup in position. 


Figure 1—Extraction Apparatus for Determination of Sediment 


10.1.6.5 WATER CUP 


A water cup shall be used when testing a sample having 
a high water content (see Figure 1B). The cup shall be 
made of glass, shall be conical in shape, shall be approxi- 
mately 20 millimetres in diameter and 25 millimetres 
deep, and shall have a capacity of approximately 3 
millilitres. A glass hook fused on the rim at one side is so 
shaped that when hung on the condenser the cup hangs 
with its rim reasonably level. In this procedure, the 
thimble basket is suspended either as shown in Figure 1A 
by means of the corrosion-resistant wire looped over the 
bottom of the condenser coil and attached to the basket 
supports or as in Figure 1B where the wire supports of the 
basket are attached to hooks soldered to the underside of 
the condenser lid. 


10.1.6.6 SOURCE OF HEAT 


A source of heat, preferably a hot plate, suitable for 
vaporizing toluene shall be used. 


10.1.7 Sampling 


Sampling is defined as all steps required to obtain an 
aliquot of the contents of any pipe, tank, or other system 
and to place the sample into the laboratory test container. 
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Only representative samples obtained as specified in the 
API Manual of Petroleum Measurement Standards, 
Chapter 8 (ASTM D 270) shall be used for this method. 


10.1.8 Procedure 


10.1.8.1 For referee tests, a new extraction thimble 
should be used. For routine tests, thimbles may be reused. 
Before reusing a thimble, it must be heated to a dull red 
heat (preferably in an electric furnace) to remove the 
combustible portion of the accumulated sediment. The 
thimble then should be subjected to a preliminary extrac- 
tion as described in 10.1.8.2 before being used for another 
determination. : 


10.1.8.2 Before using a new thimble, rub the outside 
surface with fine sandpaper and remove all loosened 
material with a stiff brush. Give the thimble a preliminary 
extraction with the toluene, allowing the solvent to drip 
from the thimble for at least 1 hour. Then dry the thimble 
for 1 hour at a temperature of 115° to 120°C; cool in a 
desiccator, without desiccant, for 1 hour; and weigh to the 
nearest 0.1 milligram. Repeat this extraction until the 
masses of the thimble after two successive extractions do 
not differ by more than 0.2 milligram. 


SeEcTION 1—SEDIMENT BY EXTRACTION 


ATTACH THROUGH 
ATTACH TO HOOKS ON UNDERSIDE CONDENSER LOOP 
OF CONDENSER LID 


ALL JOINTS 
ALL JOINTS SILVER SOLDERED 
SILVER.SOLDERED 
WIRE SUPPORT RIBBON SUPPORT 
A By 


Figure 2—Basket Thimble Support 
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10.1.8.3 Place an estimated 10-gram test portion of the 
sample in the thimble immediately after the sample has 
been mixed as described in the API Manual of Petroleum 
Measurement Standards, Chapter 8 (ASTM D 270). Do not 
attempt to adjust this estimated 10-gram portion to any 
exact predetermined amount. Weigh to the nearest 0.01 
gram. Place the thimble in the extraction apparatus, and 
extract with the hot toluene for 30 minutes after the solvent 
dropping from the thimble is colorless. Ensure that the rate 
of extraction is such that the surface of the mixture of oil and 
toluene in the thimble does not rise higher than to within 20 
millimetres of the top. 


10.1.8.4 When testing samples having a high water 
content, use the assembly shown in Figure 1B. In this 
procedure, any water in the test portion is removed as its 
toluene azeotrope and is collected in the water cup, where 
it separates as a bottom layer. The toluene layer overflows 
into the thimble. If the cup becomes full of water, allow 
the apparatus to cool and empty the cup. 


10.1.8.5 After the extraction is completed, dry the 
thimble for 1 hour at 115° to 120°C; cool in a desiccator, 
without desiccant, for 1 hour; and weigh to the nearest 0.2 
milligram. 


10.1.8.6 Repeat the extraction, allowing the solvent to 
drip from the thimble for at least 1 hour but not longer than 
1.25 hours; dry, cool, and weigh the thimble as described 
in 10.1.8.5, Repeat this extraction for further 1-hour 
periods, if necessary, until the masses of the dried thimble 
plus sediment after two successive extractions do not 
differ by more than 0.2 milligram. 


10.1.9 Calculation 


Calculate the mass of the sediment as a percentage of 
that of the original sample. 


mass sediment (10.1.8.6) x 100 


Mass percent original sample mass (10.1.8.3) 


Report the results to the nearest 0.01 percent as the 
percentage by mass of sediment by extraction.‘ The test 


ane 


report shall reference the API Manual of Petroleum Mea- 
surement Standards, Chapter 10.1 (ASTM D 473) as the 
procedure used. 


10.1.10 Precision 


The precision of the method, as based on mass percent 
and as obtained by statistical examination of interlabora- 


tory test results in the range 0 to 0.4 percent, is described in 
10.1.10.1 and 10.1.10.2. 


10.1.10.1 REPEATABILITY 


The difference between successive test results, obtained 
by the same operator with the same apparatus under 
constant operating conditions on identical test material, 
would, in the long run, in the normal and correct operation 
of the test method, exceed the following value in only one 
case in twenty: 

0.017 + 0.2558 
Where: 
S = the average result in percent. 


10.1.10.2 REPRODUCIBILITY 


The difference between two single and independent test 
results obtained by different operators working in different 
laboratories on identical test material, would, in the long 
run, in the normal and correct operation of the test method, 
exceed the following value in only one case in twenty: 


0.033 + 0.25585 


Where: 
S = the average result in percent. 


* Since water and sediment values commonly are reported as volume 
percent, calculate the volume of the sediment as a percentage of the 
original sample. As a major portion of the sediment probably would be 
sand (silicon dioxide, which has a specific gravity of 2.32) and a small 
amount of other naturally occurring materials (with a specific gravity 
lower than that of sand), use an arbitrary specific gravity of 2.0 for the 
resulting sediment. Thon, to obtain volume percent sediment, divide the 
mass percent sediment multiplied by the specific gravity of the crude at 
15°C (use 0.85 specific gravity, if unknown) by 2. 


mass percent sediment 
2.0 
[crude specific gravity 
or 0.85 if unknown] 


Volume percent = 
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